e

GOVERNMENT OF INDIA
CENTRAL INSTITUTE OF PSYCHIATRY
(General Section)
®:91-651-2451115(Exch) -2451113(0)

Fax: 91-651-2450823
E-mail: rch_cipra@sancharnet.in

Web: www.cipranchi.nic.in Kanke, Ranchi- 834006, Jharkhand
No. >i((6 Dated : | ,07'/207/0

CORRIGENDUM NOTICE(2020-21)

Reference Tender Notice No. 2160 Dated: 15.06.2020 issued vide this office and
advertised in newspapers and also on website on 16.06.2020 is hereby amended to the
following extent.

The following amendment made in the technical specification of item No 7 mentioned in
List of items to be purchased through Open Tender 2020-21 i.e. Ultra-Brief Pulse ECT Machine

Sl. Technical Specification(Earlier) Technical Specification may be read As (Amended)

No.

1. SI. No. 15 - You should also quote your rates for | You should also quote your buy back rates for old
old ECT Machine (Make: Mecta, Model: ECT Machine (Make: Mecta, Model: spectrum
spectrum 5000q.) 5000q.)

2. SI. No. 16- Equipment should be USA /FDA | The Equipment should be USFDA/CE/BIS/CDSCO/
Approved ‘AERB approved.(US FDA/CE requirements will be

' | applicable only when the Indian standard like
| BIS/CDSCO/AERB Is not available

All the terms & condition of the tender will be the same. o\b 9
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Sl. Technical Specification(Earlier) Technical Specification may be read As (Amended)

No.

1. SI. No. 15 - You should also quote your rates for | You should also quote your buy back rates for old
old ECT Machine (Make: Mecta, Model: ECT Machine (Make: Mecta, Model: spectrum
spectrum 5000q.) 5000q.)

2. Sl. No. 16- Equipment should be USA /FDA | The Equipment should be USFDA/CE/BIS/CDSCO/

Approved.

AERB approved.(US FDA/CE requirements will be
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